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CABLE GLANDS - M16
CABLE #5.0—9.0mm

DISCONNECTION DEVICE CLOSE TO THE
EQUIPMENT & MARKED FOR THE PURPOSE

MAINS POWER IN 110-240V a.c.
3 CORE (1mm?2 min)
NOTE: AN ON/OFF SWITCH SHOULD
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M12 CONNECTOR
DATA FROM SCANNER

ETHERNET or FIBRE OPTIC

TO 1/0 MODULES (OPTIONAL) OR PROCESS
CONTROL PC

CABLE CATSE/RJ45 CONNECT TO PORTS 2, 3 4 OR 5

PROJECTION

W

Internal layout of
enclosure modified to
include new PSU &

CABLE GLAND — M20 OR FIBREOPTIC SC CONNECTOR PORT Tx Rx. Ethernet switch. 02/08/11 B
BE FITTED CLOSE TO THE PSU CABLE 65.0-10.0 RUN CABLE THROUGH TRUNKING DOWN RIGHT HAND .
IN THE MAINS INPUT CONNECTION. : -Jmm SIDE OF ENCLOSURE. mn_ommoﬁ%ﬂoww\.
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